[Study on motor function of the esophagus by SG-II computer manometer].
The manometric studies of esophageal motility were performed on 30 normal subjects. Pressures were detected with a 3-microtransducer catheter following wet swallow. The measure, record and data processing were performed with the computer. The values obtained by us were compared with those reported by other laboratories. We consider that this method is simple, quick and accurate.